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Conditions of Issue:

This report may be forwarded to other parties concerned provided that it is not abbreviated or
changed in any way. It must not be published, for example by including it in advertisements,
without the prior, written permission of SATRA.

Results given in this report refer only to the samples submitted for analysis and tested by SATRA.
Comments are for guidance only and are not part of the reported results. All comments and interpretations
are outside the scope of UKAS accreditation and are based on current SATRA knowledge.

A satisfactory test report in no way implies that the product tested is approved by SATRA and no warranty
is given as to the performance of the product tested. SATRA shall not be liable for any subsequent loss or
damage incurred by the client as a result of information supplied in the report.

Tests marked f are not UKAS accredited.
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INTRODUCTION

Samples of gloves referenced “G360”, were independently obtained by SATRA from Dolphin Logistics in
Nottingham (UK), on 9" February 2005. These samples were independently obtained for annual article 11A testing
in accordance with the PPE Directive. Testing was carried out between 10™ March and 15" April 2005.

TEST SCHEDULE

EN 374-1: 1994

EN 420: 1994 pH Value

EN 388: 1994 Blade Cut Resistance

EN 374-2: 1994 Penetration - Water Leak Test

REQUIREMENTS

EN 420: 1994 Performance level requirements

Test Method Requirement

EN 420: 2003 Clause 4.4.2 pH Value | Greater than 3.5 but less than 9.5

EN 388: 1994 Performance level requirements

Performance Level 1 2 3 4 5

6.2 Blade cut resistance (minimum 1.2 DS 5.0 10 20
cut resistance index)

EN 374-2: 1994 Penetration Requirements

Test/Property Requirement
Water Leak No Leaks
ST Chemical Co Ltd Signed: P J Doughty (PPE Technologist) / / i
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TEST RESULTS
Test/property Specimen Test results Level achieved
EN 420: 1994 G360 pH Value
pH value 1 8.90 PASS
EN 388: 2003 G360 - Glove Cut index:
6.2 Blade cut Left 1.08, 1.08, 1.00, 1.08, 1.00
resistance Mean = 1.05 Level 0
Right 1.17,1.00, 1.08, 1.00, 1.07
Mean = 1.06
EN 388: 2003 G360 - Sleeve Cut index:
6.2 Blade cut Left 1.11, 1.09, 1.04, 1.05, 1.00
resistance Mean = 1.06 Level 0
Right 1.04, 1.00, 1.04, 1.11, 1.04
Mean = 1.05
EN 374-2: 2003 G360 Comments
4.1 Water Leak Test 1 No visibile rips, tears or holes noted prior to PASS
testing. No leaks detected.
2 No visibile rips, tears or holes noted prior to PASS
testing. No leaks detected.
3 No visibile rips, tears or holes noted prior to PASS
testing. No leaks detected.
4 No visibile rips, tears or holes noted prior to PASS
testing. No leaks detected.

CONCLUSION

The samples of gloves referenced “G360” selected by SATRA on 9" February 2005 for annual article 11A testing
in accordance with the PPE Directive 89 / 686 / EEC, were tested in accordance with EN 374-1: 1994 and achieved
the results given in the tables below:

Test/Property Original Test Results 2005 Test Results
EN 420: 1994 PASS PASS
Clause pH Value
EN 388: 1994 Glove: Level 1 Level 0
Clause 6.2 Blade Cut Resistance Sleeve: Level 1 Level 0
EN 374-2: 1994 PASS PASS
Penetration — Water Leak Test

Following sample selection and article 11A testing by SATRA in 2005 to EC Directive 89 / 686 / EEC Article 11A,
evidence was found that production is not homogeneous

ST Chemical Co Ltd
54780/0449/SPC-0/4/PJD/BT
26 April, 2005

(Page 3 of 3)

Signed: P J Doughty (PPE Technologist)//y

Safety Product Centre



